MISSOURE DEPARTIMENT OF MEALTH AND SERIOR QERMVIOES

-

) STATE PUBLIC HEALTH LABORATORY

i i A

\AFIA ALCO-SENSOR IV WITH PRINTER M RECEIVED REPONT 7
S By Carol Day at 1:57 pm, Aug 22, 2016

Complele this report in dupiicale at the time of the regular mk - . T ST T ETe T T Y ST TSTraTe it i repaired.
Send copy to Department of Health and Senior Services; retain eriginal in depariment iile.
ALCO SENSOR IV SN PRINTER SN DATE OF INSPECTION

107985 099.3586.820 08/19/2016

LOCATION OF INSTRUMENT (STREET AND GITv) TInE OF BISFECTION

415 Third Streel, Platte City 11:16 pm

CHECKLIST: Place a mark in the box by each itemn if found to be satisfactory or if operating wilhin established limits, (Write in observed val-
ues where determined.) Unmarked items must be correctod hafore using instrument.

IZi DIGITAL READOUT (ALL ELEMENTS OPERATIONAL)

m TEMPERATURE OF ALCO SENSOR (10°C - 40°C)

/] PRINTER WORKING PROPERLY

m TIVE AMD DATE DISPLAYING PROPERLY

BREATH ALCOHOQL ACCURACY STANDARDS

EZ] SIMULATOR SOLUTION D COMPRESSED ETHANCL-GAS MIXTURE

¥l sTANDARD suppLIER Guth _oT# 15120 exp pare 041292017

I - SIMULATOR TEMPERATURE (34°C » 0.2°C) _ 34.0  SIMULATOR S _ SD2780  SMULATOR EXP DATE 04/26/2017

m CAUBRATION CHECK — {ONLY OME STANDARD IS TO BE USED PER MAINTENANGCE REPORT)
Run three tesls using a standard solution. All ihree tests must be within 5% of the slandard valus and must have a spread of ,005 or
tess, Check the hox corresponding to the slandard solution being used. (PRINTOUT ATTACHED)
0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
0.080% STANDARD - MUST READ BETWEEN 0.076% and 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE

TEST1 & 102 TEST2 & {01 TEST3 & 100

l¥] REI DETECTOR OPERATING

INDICATE THE NUMBER OF BREATH TESTS IN THE FOLLOWING BANGES SINGE THE LAST MAINTENANCE REPORT:
(BC NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS (0-.04) 1 (05-09) 3 (io-1gy 7 (1519 O (OVER .19y O

List any new parls and describe any alteration or modification that was made to restore the instrument to operate satisfactorily and within
eslablished limits {use other side il necessary).

‘ - FRINT 14
» L\//:’Z/ _{/gw{_\ Wiiliam Beeler
(T0E N PERAIT NUMBERERPIAAT TN DATE - TELERHONE LUk BE&
260242/08-17-2018 {816) 858-2424

Return completed report to the:  Breath Alcohol Pragram, FO Departiment of Heallth and Senior Services, Southeast District Office
2875 James Boulevard
Poplar 8luff, MO 63501

LIS TR g ELTE TP




®
4@ GUTH LABORATORIES, INC.

L\/.J 530 NORTH 67tk STREET ¢ HARRISBURG, PA 17471- 4511 & YE|EPHONE: 717.264-5470

CERTIFICATE OF ANALYSIS

Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 15120 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatography on May 4, 2015, using a Perkin Elmer Gas Chromatograph
Autosystem XL S/N: 610N9030209, and found to contain 0.1209% (w/vol)

ethyl alcohol. The expiration date for this lot

number is April 29,2017 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C  +/- 2°C, this solution will give a breath alcohol

analysis instrument reading of 0.100 g/210L +/- 3%,

The alcohol and water used in this solulion were

free of test interfering substances.

/&0/4 ,Q///é/
Ted L. Pauley, Pres(dent
GUTH LABORATORIES, INC.

NIST Traceabilify:

Testing was conducted using Cerilliant Reference Standard lot number FNO3051301 whose
values are traceabie to NIST.

AUl balunces are calibrated annually by an outside agency using NIST traceable welghts.
Calibration verification is done prior to each use utilizing NIST traceable weights.
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STATE OF MISSOURI -
DEPARTMENT OF HEALTH AND SENIOR SERVIGES
BREATH ALCOHOL PROGRAM

TYPE Il
WILLIAM BEELER

is hereoy authorized to instrucl and supervise cperators, train instructors, inspect, calibrate, perform fisld service and fopairs,
and operate the following breath anaiyzer(s):

ALCO-SENSOR 1V WITH PRINTER, INTOX DMT

lor the determination of the alcoholic content of blood from a sample of expired air. Permitissued under the provisions of sections
577.020 through 577.041, RSMo and 306,111 fhrough 306.119 RSMo.

oaTE _ 6/17/2016 o o L o Semy
D|HECTOH OF BTATE PUBLIC HEALTH LABORATORY
NumBER 200242 : A

RAORAL o s - P
. - 4

EXPIRES 6:‘17120.1.8 e o S
DIRECTOR OF DEPARTMENT OF BEALTH AND SENIO# SERVICES
JAO A0 OFTI {6 e LAR S (HG10Y

STATE OF MISSQURI
Y DEPARTMENT OF HEALTH AND SERIOR SERVICES — R
} BREATH ALCOHOL PROGRAM
/

INSTRUMENT OPERATOR CARD

The namef candfiokier is authedzed Io operate an escentia bresth alcabel
ing mn*erf for ita defermination of 1he aleohols content in breath form of ewired a'y

i Hira

Operator  BEELER WILLIAM
Permit No 280242
Dale lssued 6/17/2016  Date Explros 6/17/2018




